[Comparative measurements of the plane-dose-product, the surface dose and organ exposure in radiodiagnostic routine-examinations (author's transl)].
Measurements have been carried out using an Alderson-Rando-Phantom. Their purpose was a comparison between the surface- and organ-doses of radiobiologic interest and the plane-dose-product, important for the documentation according to the Röntgen rules (RoV).